AUDIOLOGIC EQUIPMENT

All audiometric equipment is calibrated according to ANSI specifications and time guidelines. Annual calibration is obtained through an equipment distributor. Quarterly calibration is performed by the Audiology staff. Daily listening checks are conducted and documented. Clinicians should conduct listening checks on the portable audiometers as they are used. The listening check should be documented on the form located in the audiometer case.